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The response of a passive neutron area monitor with pairs of thermoluminescent dosimeters has been calculated using the Monte Carlo code
MCNP5. The response was calculated for one TLD 600 located at the center of a polyethylene moderator. The response was calculated for
47 monoenergetic neutron sources ranging from 1E(-9) to 20 MeV. Response was calculated using two irradiation geometries, one with an
upper source and another with a lateral source. For both irradiation schemes the response was calculated with the TLD in two positions,
one parallel to the source and another perpendicular to the source. The advantage of this passive neutron monitor area is that can be used in
locations with intense, pulsed and mixed radiation fields like those in radiotherapy vault rooms with linear accelerators.
Keywords: Neutron; ambient dose equivalent; area monitor.
La respuesta de un monitor de a´rea pasivo para neutrones con pares de dosı´metros termoluminiscentes TLDs ha sido calculada mediante
me´todos Montecarlo con el co´digo MCNP5. La respuesta fue calculada para un TLD 600 localizado en el centro del moderador cilı´ndrico
de polietileno. La respuesta se calculo´ para 47 fuentes mono energe´ticas de neutrones con energı´as de 1E (-9) a 20 MeV. La respuesta se
calculo´ para dos geometrı´as de irradiacio´n, una con una fuente superior y la otra con una fuente lateral, para ambas geometrı´as la respuesta
se obtuvo con el TLD en dos posiciones respecto a la fuente, una perpendicular y la otra paralela. La ventaja del monitor pasivo es que puede
ser usado en instalaciones con campos de radiacio´n intensos, pulsados y mixtos como los que se producen en los bunkers de radioterapia con
aceleradores lineales.
Descriptores: Neutro´n, dosis equivalente ambiental, monitor de a´rea.
PACS: 14.20.Dh; 87.58.Sp; 29.90.+r
1. Introduction
Natural neutron radiation in the environment has two sources,
one comes from outside the Earth and another is in the Earth
crust. In the upper atmosphere constantly are produced nu-
clear reactions between fast primary galactic and solar high-
energy particles (Cosmic rays) and the nuclei in the atmo-
sphere. From this interactions are produced secondary elec-
tromagnetic, mesonic and nucleonic cosmic-ray cascades.
Neutrons and protons are the components of the nucleonic
cascades that reach the ground [1]. The neutron fluence, pro-
duced by galactic cosmic rays, on the earth surface depends
on geographical latitude and is weakly modulated by the so-
lar activity while the fluence, produced by solar cosmic rays,
are seen during intense solar flares [2]. Neutrons are also
produced in the Earth crust in decays and nuclear reactions
occurring in nuclei in rocks and soils. All these neutrons con-
tributes to the dose received by living beings.
Due to its lack of electric charge the measurement of neu-
trons is not a trivial task, and the determination of neutron
dose has been a problem for many years [3, 4]. One might
define in two major groups the devices used to determine the
neutron dose, those that use active detectors and those using
passive detectors.
The advantages of devices based upon active detectors are
that the measurements are obtained in actual time without the
need of process the readouts. On the other hand the disad-
vantage is the need of a voltage source; therefore it cannot
be used in locations where neutron intensity is very low or in
remote locations where it is needed to do measurements for
long time [4]. Another drawback is that cannot being used in
pulsed, mixed and intense radiation fields as those presented
in linear accelerators and cyclotrons for PET in hospitals [5],
high-energy accelerators or in hot spots inside nuclear fa-
cilities. To overcome those drawbacks neutrons dosimeters
based on passive detectors are used [5, 6].
Passive neutron monitors do not require electronics or
power supply, incident radiation induces changes in the pas-
sive detector that depends upon incident radiation features.
Later the induced changes are measured. Pairs of thermolu-
miniscent dosimeters [7, 8], activation foils [9], bubble de-
tectors [10], and track detectors [11] have been used for long
time.
To determine the dose is desirable to measure the neutron
spectrum and with the proper neutron fluence-to-dose conver-
sion coefficients the dose can be determined using equation
(1) [12].
∆ =
Eup∫
Elow
ΦE (E) δΦ (E) dE (1)
Here, ∆ is the desired dosimetric quantity, ΦE(E) is the
neutron spectrum, and δΦ(E) is the dose-to-fluence conver-
sion coefficients. The range of both, ΦE(E) and δ(E), goes
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Measuring the neutron spectrum is not easy, a neutron
spectrometer and an unfolding procedure are required, thus
the common practice is to use a neutron area monitor or
a remmeter, however those commercially available have an
active detector and cannot be used in areas were back-
ground neutrons are measured neither in facilities with in-
tense, mixed and pulsed radiation; in such cases a neutron
monitor based on a passive neutron detector is preferable.
The aim of this work was to calculate the response func-
tions of a neutron area monitor with a passive detector con-
sisted in pairs of thermoluminescent dosimeters.
2. Materials and Methods
The passive neutron monitor area has of two parts, the mod-
erator and the neutron detector. Moderator is 20.5 Ø ×
20.5 cm2 polyethylene cylinder with a density of 0.94 g/cm3.
It has two sections, as shown in figure 1.
Part 1 is a plug, when is fully inserted in the part 2 leaves
the thermal neutron detector at the centre. The thermal neu-
tron detector is 4 pairs of thermoluminiscent dosimeters of
TLD600 and TLD700, each TLD is located in a fixed posi-
tion inside an acrylic box as it is shown in figure 2.
FIGURE 1. Passive neutron area monitor.
FIGURE 2. TLDs’ holder.
FIGURE 3. Total cross sections of lithium isotopes on TLD600.
FIGURE 4. Total cross sections of lithium isotopes on TLD700.
TLDs are ribbon type 0.3175 × 0.3175 × 0.0889 cm3.
TLD600 contains 95.6% of 6Li and 4.4% of 7Li, the
TLD600’s total cross section for neutrons is shown in figure
3 [13].
On the other hand TLD700 is 0.1% of 6Li and 99.9% of
7Li. The total cross section of TLD700 is shown in figure 4
[13].
Both TLDs have approximately the same density and ef-
fective atomic number, having roughly the same response to
gamma-rays. By comparing the cross sections shown in fig-
ures 3 and 4 it can be noticed that the response to thermal
neutrons of TLD600 is larger than TLD700 response.
When both TLDs are exposed in a neutron and gamma-
ray radiation field the response to neutrons, Rn, is obtained
by equation (2).
Rn = R
n+γ
600 − k Rn+γ700 (2)
In equation (2) Rn+γ600 and Rn+γ700 are the response to neu-
trons and gammas of TLD600 and TLD700 respectively, k
is an empirical correction factor accounting the difference in
the response to gamma-rays between TLD600 and TLD700
[5, 7].
Passive neutron monitor area with TLDs, NM/TLDs, re-
sponse was calculated with Monte Carlo method using the
MCNP5 code [14]. For energy, the amount of histories was
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FIGURE 5. Irradiation conditions.
large enough to have a Monte Carlo uncertainty below to
3%. The response was calculated using two irradiation ge-
ometries, one with a disk source on the top of the NM/TLDs
and another with a lateral square source, both geometries are
shown in figure 5.
For each irradiation condition the response was calcu-
lated with the thermal neutron detector in two different po-
sitions, one parallel to the source and another perpendicular
to the source. In the calculations 47 monoenergetic neutron
sources, ranging from 1E(-9) to 20 MeV were used [15].
The response functions were calculated in terms of the
ambient dose equivalent, H*(10), using the ICRP74 conver-
sion coefficients, h*(10), [15] as is shown in equation (3).
RH∗(10) (E) =
∫
∀ E
ΦE (E) h ∗ (10) (E) dE (3)
3. Results and discussion
In figure 6 is shown the NM/TLD’s ambient dose equivalent
response, RH∗(10), when it is irradiated with an upper source
with the TLD perpendicular and parallel to the source.
It can be noticed that below approximately1 MeV both
responses are the same. Above 1 MeV there are small differ-
ences in the responses probable due to the amount of
FIGURE 6. RH∗(10) for the two positions of the TLD using an
upper source.
FIGURE 7. RH∗(10) for the two positions of the TLD using a lateral
source.
polyethylene between the source and the TLD, which in-
crease the neutron moderation.
In figure 7 is shown the RH∗(10) of the neutron area mon-
itor when it is irradiated with a side source for both TLD
positions, perpendicular and parallel to the source.
It can be noticed that in this case both responses are the
same. By comparing the NM/TLD Ambient dose equivalent
response function with those reported for the neutron area
monitor Berthold LB6411 [16] and the Leake [17], have the
same shapes for thermal up to approximately 1 MeV. For en-
ergies larger than 1 MeV the response of commercially avail-
able monitors tend to decrease while the NM/TLD responses
tend to increase, this difference is probable due to the size
and shape of moderator.
4. Conclusions
Using Monte Carlo method the response of a passive neutron
area monitor has been calculated. The monitor has a thermal
neutron detector made of TLD600 and TLD700 pairs, and
the response functions were estimated for a single TLD600
located, at two positions at the center of cylindrical modera-
tor. Also, the response was calculated using two irradiation
geometries: lateral and upper.
For upper irradiation the monitor area H*(10) response
functions are alike for neutrons below 1 MeV, being slightly
larger above 1 MeV when TLD is perpendicular to incident
neutrons.
For lateral source the RH∗(10) functions are independent
of TLD orientation with respect to incident neutrons.
From thermal to 3 MeV calculated responses have the
same shape as responses of commercial available neutron
area monitors as the Berthold LB6411 and Leake [16, 17].
Due to the NM/TLD uses a passive neutron detector it
can be used also in high and pulsed mixed radiation fields
and in locations were neutron fluence is low and long-time
measurements are needed.
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